[Justification of the indications for radio-frequency electrostimulation of the atria and the results of its use in paroxysmal supraventricular tachycardias].
Re-entry tachycardia was found in 182 patients of a total of 275 subjected to electrophysiological investigation of heart function; in 26 of those, a radio-frequency atrial electrostimulation system was implanted. Early postoperative complications were noted in 3 patients: subcutaneous hematoma in 2, and skin decubitus in 1. Long-term follow-up (as long as 7 years) confirmed the efficiency of atrial radio-frequency pacing.